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709/709H
Precision Loop Calibrator 

Quick Reference Guide

 Warning

To prevent possible electrical shock, fire, or personal 
injury, read the “709/709H Safety Information” before 
you use this Product.
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mA Source



4 mA to 20 mA
RL ≥ 250 Ω

24 V
Supply

Across Circuit, Communicator Only 
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